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% CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /\3\\

I hereby certify that these documents are a true and correct copy of the

periodic maintenance* for the Intoxilyzer 5000 Serial Number

=00 iadl ‘f maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: /0/2/0S Call 0.N7€ AC Cal2_ p. 076 AcC
Date:{//23/6< Call mMOF(» AC Cal2 OO0FC AC

Date: - Cal 1 AC Cal2 AC

Between the dates of [0k [0F and ([1AB(05

the instrument was working properly and accurately.

ar—

The instrument was taken out of service for repair on

The instrument was returned t;zeg;;ce on —_

Irene Doran J ohnson

/211 [0

%
‘ ' M.y Comm. Exp. Sept. 4, 2008

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this__/ , day of
OFFICIAL SEAL !)Pme ber ,20035.

KATHY A. KINNEY

<
NOTARY PUBLIC-ARIZONA

PIMA COUNTY—

Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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EXHIBIT Q % ‘I/J

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES 494
INTOXILYZER MODEL 5000~*

AGENCY _ Tucson Police QA SPECIALIST [ ppepe D Johnso 1 % 33/

{Print Name)

INTOXILYZER SERIAL & PG ~00 FE/4 tocation  ANS
DATE /\/DchbCI’ 2.3 %J—QOOS TIME 0{5?

L

Display reads “READY TO START” or “PUSH BUTTON TO START
TEST.”

DIAGNOSTIC TESTS
DVM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or

keyboard menu selection “H”. Reading is !ng:

Display Test check. Mode selection switch S1 on and 82
and S3 off or keyboard menu selection “V”.

Printer Test check. Mode selection switch S1, $2, S3
off or keyboard menu selection “P”.

Clock time check. Mode selection switch $S10 on or
keyboard menu selection “E”.

Date check. Mode selection switch S11 on or keyboard
menu selection “E”.

kkkk

OPERATIONAL TESTS

Alcohol free subject Test result 0. 000 AC
Error recognition logic system functioning

Invalid test printed

Proper sample recognition systigy
Invalid sample printed
Deficient sample printed!//

N/A Completeness of sample purge with collection tube**
N4 Calibration standard o050 AC
Results: 0.0F (AT ‘LD 0F
Instrument operating properly and accurately. YES L—NO )
COMMENTS :

SIGNATURE M A . Q}M 5;

0. N/A alcohol concentration standard collected for subsequent
analysis.**

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.




ONIHIND Aq 986L O
ONHIWD Ag 9861 ©
| i‘ﬁ QHVD HILNIMHG AINIWNHISNI HIZANXOLNI \ﬁ QYYD HILNIHd EINIWNULSNI @xw~>.=x.9_.z_
|
|
Q HM m mxz(iuc YO/ ONY NOLLYWHOINI TYNOLLIGAY wx¢§w~¢ s\gzo.—é(x%&‘_ didend
‘ I 340
NN T¢¢7% leec 9t
2 - O3AHISHO 15U N zo:.«.uo._ ANSNOHISN . G0 LS
NOLY 01 »zﬁm; w A‘Q . ’
. NN S.LO3rs § -
m —
¢ I it TITTTITTTTT 18En
! | T T e e e | BER
..... TN el £BED
e e e s | E9ED
e e | GBEN
; I S A |.908ED
S i i) 2BED
S :x:x::mzxz:I:II:I:IIIII:IIIIxI:
; HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH -
HHHHHHHHHHHHHHHHRHHHHHHHHHHHHHHH
HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH
- HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH
! , . . S HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH
“ fhi8g SEEN ANYTG ATl 3333333333333333333333333333333
_ ahigly . - gga° 1831 -123rans 3333333333333333333333333333333
_ 6€:8a. g8 NTSERIL 3333333333333333333333333333333
! ANIL . 3ANTHA Judg o483l - 3333333333333333333333933333333
M o _ A 62T 3333333333333333333333335333333
: Bhigl _ 58-t2sl --3333333333333333333333333333333
| SR nENe 097y S dazATIR01NT Thige - , h1°2923
A Nauluaa30 301764 NbSanl o RCEEAVE . hishee-soHs

fied duplicate of the information contained in computer

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certi

storage devices of the Tucson Police Department.




Tucson Police Department Crime Laboratory,\g,\

R |

ONIIWD Aq 986L @

QYYD UILNIEd INFNNYLSNI ;HIZANUXOLNI

v/ ' —~4

ONIWD A9 9861 O

QYYD HAINIHD ANFWNHISNI GHIZAUXOLNI

SNYVWIY HO/ OGNV NOLLVWEOINI TYNOLLIQOY

SHYYWIH YO/ ANV NOUVYWHOINE TYNOLLIGOY

HOLVHIJO

[ €C 94

340

ec b

zo.?éE&SEW.Q QIAUISH0 ISHE FAIL é om\ﬁmmuo. AL
JNVYN S.103raNs NVN S.LOFENS
{
; ) /.
. . . \ .
S5i80. paE " NG 3IW hsigo BB\ ANET3 NIY
3R N I 2180 opo- V,_mmﬁm N
NI 3nTwa awug 183] 3NTL - 30TYA JYug 183l
| CBE. hgigg g |
mmmmwe .99 NS 35S wmmmmx.ﬂ._w "h18hBE-99 NS BEOS w_mmmwxm.w
R o e g 2005 300K 2 43ZATYNE TOHDITY - 33ZATIROLNI
, 3, 322ATTX0LINT LIN3WLEYJ30 391704 NOSINL

- AN3NLEY430 321704 HOSand

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.



“ONIIWO Ag 9861 @

QHvI HILNIHd LNIWNHLSNI 5HIZANXOLNI

T

"ONIIND AQ 9861 Q@

V(4

QYYD HILNHd LININNHISN oHIZAUXOLNY

SHIYW IH HO/ OGNV NOUVIWHOINI TYNOLLIGOY

SHHYWIH YO/ OGNV NOLLYWHOINI TYNOLLIIaY

HOLVYIJO

kee 9L

o= HOLVY:

ICED7

OIAYISEO0 LSH N

NOUVIOT LNINNULSNL 3 G3IAHISBO LSHH INLL

NOUVIO1 WEDEWZ_ MIQQ
INYN S.1DIMENS IANVYN 5.10308NS
) y
b
y
4
. CIUIL 43d40ddN
[d4 - Q31I8IHNI 032N0041NT 37

- 1s3L AQITYANI

2higo. h1°28/3

e

SB/ER/TT

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.




2

THIS REPORT PREPARED PUPSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

EXHIBIT P

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CHECK PROCEDURE 6

Agency Tucson Police Department Date // /QJ/OT Time 0&3?

Intoxilyzer Serial & _ S (,— N4/ Location NS
QA Specialist Lrene ,D %hmon v’ 23/}

(Print Name)

( v) 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0.@QFD AC :
(L~ ) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.
{ ) 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting ™“C”
on keyboard menu.
(v ) 4, Attach simulator to the simulator entrance port on the
Intoxilyzer. ,
(V' 5. Intoxilyzer 5000 display reads “READY TO START” or
“PUSH BUTTON".
6 Push Start Test button or press enter on keyboard.
7. Insert card in response to display.
(v'vf 8. Air blank completed.
9 Calibration check completed.
Test results 007'@ o O0.0F AC
(y//f' 10. Air blank completed. .
(v v 1l1l. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
( V/) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard.

SIGNATURE/(M 'é - 91-"(/‘“”"\ 7 33

\./
*WITHE OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cl1l6 (Rev. 7-93)

Pursuant to ‘scction 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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